Clinical investigation of medical devices.
Clinical investigations are required for implantable and invasive devices in Class IIa or IIb, and all Class III devices. This article describes how to successfully perform a clinical trial according to the standards set in EN 540, Clinical Investigation of Medical Devices for Human Subjects.